Recent years have brought important advances in percutaneous closures of the left atrial appendage (LAA). With increasing experience of operators, the procedure has become a safe and effective alternative to oral anticoagulation in selected patients. Most of the complications regarding this procedure happen in the periprocedural period, and one of the rarest of them is device embolisation, which, as described in the PROTECT_AF study, happened only in 3 of 546 patients (0.6%) and only in one of them acutely (during the procedure) \[[@cit0001]\]. In a systematic review, Aminian *et al.* described 31 cases of device embolisation after percutaneous LAA closure \[[@cit0002]\]. Most of these complications, however, were acute and almost half of them happened during the procedure. Most of them could also be removed percutaneously, especially if the device embolized into the aorta or left atrial (LA) and not into the LV. Lasek-Bal and Mizia-Stec reported successful closure of the LAA with no significant complications whatsoever \[[@cit0003]\].

Our patient was an 80-year-old woman who underwent implantation of an aortic bioprosthesis (Shellhigh 27) 8 years earlier due to severe aortic stenosis. She suffered from chronic kidney disease (stage G3a), hypertension and paroxysmal atrial fibrillation, but no coronary artery disease (as it was previously excluded in coronarography). She had a history of multiple severe bleeding from the lower digestive tract during oral anticoagulation with rivaroxaban. After discussing the risks and potential advantages of LAA closure, she was qualified for implantation of the Watchman device.

The procedure initially went with no complications using sedative drugs only and no general anesthesia. Patients' LAA had "chicken wing" morphology and the maximum width of the ostium was 14.1 mm measured in transesophageal echocardiography (TEE) during the procedure. Initially a Watchman 27 mm was used, but it had to be switched to a Watchman 21 mm because of excessive protrusion. Correct localization of the Watchman device was confirmed in fluoroscopy and TEE, as shown in [Figures 1 A](#f0001){ref-type="fig"} and [B](#f0001){ref-type="fig"}, respectively, as well as by the tug test with 9% device compression (19/21 mm). Color Doppler showed no significant peri-device flow. A few minutes after the procedure was finished, while the patient was still in the catheterization laboratory, there was a cardiac arrest with pulseless electrical activity. Immediately we began resuscitation and reintroduced the TEE probe. The echo image showed embolisation of the plug on the aortic bioprosthesis with almost complete obstruction of flow as shown in [Figure 1 C](#f0001){ref-type="fig"}. During heart massage only a very small jet of flow across the plug was observed as shown in [Figure 1 D](#f0001){ref-type="fig"}. Resuscitation was continued according to the European Research Council (ERC) guidelines. Six minutes after arrest ventricular fibrillation (VF) was observed and patient was defibrillated once with 200 J successfully. Position of the device and lack of sufficient flow through the aortic valve required immediate intervention.

![**A** -- Watchmann device placed in LAA, **B** -- confirmation of correct placement in TEE, **C** -- device embolising aortic bioprosthesis, **D** -- Doppler showing residual flow through the device during reanimation](PWKI-13-31054-g001){#f0001}

Meanwhile, an EN Snare vascular loop 6 × 10 was introduced using a 11 Fr Cordis vascular scaffold in the left femoral artery. The loop was protruded through bioprosthesis valves and we succeeded in catching the device and moving it down to the abdominal aorta. Soon after removing it from the prosthesis, return of spontaneous circulation (ROSC) was observed. Afterwards, using an 18 × 30 loop and 16 Fr scaffold, the device was removed completely. Time from embolisation and cardiac arrest to ROSC was about 30 min. We believe that the patient survived only because we had the personnel and equipment prepared for such a situation. The percutaneous device snare and removal was much faster than patient transfer to the cardiac surgery operating room and surgical removal of the device. In fact, the device was snared during heart massage, which was continued without any interruptions for the whole period of cardiac arrest. This might have prevented neurological losses and contributed to survival.

Afterwards, the patient was placed on the intensive care unit for 24-hour observation. One hour after the procedure the patient had already been extubated and was in full logical contact. One week after the procedure, the patient was discharged with no neurological defects. We suspect that the "chicken wing" morphology might have caused the device to only have a limited area of contact with LAA walls, as can be observed in [Figure 1 B](#f0001){ref-type="fig"}. Even though the compression was within the desired range, the outer parts of the device did not expand fully because the volume of the LAA was not proportional to the ostium size. The difficult anatomy of the LAA can increase the risk of device migration. Further studies are needed to evaluate the relation between various LAA morphologies and risk of device embolisation.
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